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A unique in-situ calibration technique has been used to spatially calibrate and characterize the extensive new
magnetic diagnostic set and close-fitting conducting wall of the High Beta Tokamak-Extended Pulse (HBT-
EP) experiment. A new set of 216 Mirnov coils has recently been installed inside the vacuum chamber of the
device for high-resolution measurements of magnetohydrodynamic phenomena including the effects of eddy
currents in the nearby conducting wall. The spatial positions of these sensors are calibrated by energizing
several large in-situ calibration coils in turn, and using measurements of the magnetic fields produced by the
various coils to solve for each sensor’s position. Since the calibration coils are built near the nominal location
of the plasma current centroid, the technique is referred to as an “artificial plasma” calibration. The fitting
procedure for the sensor positions is described, and results of the spatial calibration are compared with those
based on metrology. The time response of the sensors are compared with the evolution of the artificial plasma
current to deduce the eddy current contribution to each signal. This is compared with simulations using the
VALEN electromagnetic code, and the modeled copper thickness profiles of the HBT-EP conducting wall are
adjusted to better match experimental measurements of the eddy current decay. Finally, the multiple coils of
the artificial plasma system are also used to directly calibrate a non-uniformly wound Fourier Rogowski coil
on HBT-EP.
I. INTRODUCTION
Magnetic diagnostics1 are used in a variety of fusion
relevant plasma devices2–5. These are essential for the
purposes of equilibrium reconstruction6,7 as well as in-
stability and mode detection4. Since both processes re-
quire accurate measurements of the spatial structure of
the magnetic field, the physical locations of each sen-
sor must be precisely known along with its sensitivity.
Many such sensors measure the component of the mag-
netic field in a certain direction, making the orientation
of these probes also important. In addition, magnetic
diagnostics in many devices are heavily affected by eddy
currents in surrounding conducting structures. Each of
these factors must be understood for accurate interpre-
tation of magnetic measurements.
The sensitivities of magnetic sensors are often cali-
brated on the bench, but can be determined in-situ as
well. Some in-situ calibrations of the dc gain and fre-
quency response of magnetic sensors rely only on the
sensors and their corresponding cabling and circuitry2.
Other works have used in-situ measurements of sensor
couplings to various calibration coils which are installed
on the machine to determine sensitivities. Often such cal-
ibration coils are themselves part of the device, such as
the poloidal field coils of a tokamak2,8. Dedicated in-situ
coils which simulate the plasma current are likely to have
better coupling to sensors, and such coils have been built
for calibrations of the sensitivities of installed Rogowski
coils4,9. Such Rogowski coil calibrations depend only on
the total enclosed current, and therefore do not require
accurate construction and alignment of the calibration
coil.
While the gains/sensitivities of magnetic sensors are
commonly calibrated, the spatial positions of such sen-
sors are not. For example, Ref. 8 measures the effec-
tive coupling between sensors and poloidal field coils in
a tokamak, which thus includes the effects of sensor mis-
alignments, but does not solve for them explicitly. In the
absence of other techniques, determining the spatial po-
sitions of installed sensors may require detailed metrol-
ogy work, which may be costly and time-consuming if
the number of sensors is large. However an alternative
technique, introduced in Ref. 10, is to use magnetic mea-
surements of individually energized equilibrium coils to
infer the spatial positions of sensors.
In this paper we present a variation of this in-situ
calibration technique for the final positions of installed
magnetic sensors in the High Beta Tokamak-Extended
Pulse (HBT-EP) experiment11, based on magnetic mea-
surements using a dedicated set of in-situ calibration coils
which were temporarily installed during an up-to-air pe-
riod. Based on the measured coupling between a sensor
and the carefully aligned set of calibration coils, the po-
sitions of the various sensors can be deduced. Since the
calibration coils are built near the nominal location of
the plasma current centroid, the technique is referred to
as an “artificial plasma” calibration. In contrast to the
artificial plasma coils used in Ref. 4 or 9, the design of
the artificial plasma on HBT-EP includes multiple coils
which may be individually energized, in order to deter-
mine the spatial positions of the sensors. In addition, the
techniques described here allows characterization of the
electromagnetic properties of nearby conducting struc-
2tures and their effects on magnetic diagnostics.
The remainder of the paper is organized as follows.
Sec. II describes the new magnetic diagnostic set and con-
ducting wall of the HBT-EP device. Sec. III describes the
artificial plasma coil system. Sec. IV gives an overview
of analysis methods. Sec. V compares measured sensor-
coil couplings with those predicted by metrology data.
Sec. VI describes the fitting of sensor positions based on
magnetic measurements. Sec. VII compares results with
simulations using the VALEN code to characterize the
conducting wall of HBT-EP. Sec. VIII describes the cal-
ibration of a Fourier Rogowski coil using the artificial
plasma. Finally, Sec. IX gives the conclusions.
II. HBT-EP DEVICE AND MAGNETICS
The HBT-EP experiment studies the physics and con-
trol of beta-limiting MHD instabilities such as the resis-
tive wall mode (RWM)12–14. The RWM is an ideal ex-
ternal kink mode whose growth rate has been slowed to
a magnetic diffusion time set by the presence of a nearby
conducting wall. Thus HBT-EP has a close-fitting con-
ducting wall near the plasma boundary, which has re-
cently been upgraded15. The wall is made of 20 indepen-
dent segments (Fig. 1) which can be individually moved
in the minor radius direction to vary the plasma-wall cou-
pling. Each wall segment is constructed of 0.48 cm thick
316 stainless steel, with a 127 µm electroplated layer of
copper and a 7.6 µm coating of chrome. The purpose of
the copper is to adjust the L/R diffusive wall time which
sets the RWM growth rate, while the chrome reduces
the sputtering of copper in the scrape-off layer plasma.
Although the design value of the copper plating was a
uniform thickness of 127 µm, it is known from bench elec-
tromagnetic as well as optical microscope measurements
that there is significant variation in the thickness of the
copper plating across the 20 wall segments, with the gen-
eral trend being that there is excess copper on most seg-
ments. These electromagnetic measurements of relative
copper thicknesses between wall segments were based on
the measured effective inductance of a nearby coil. Also,
micrometer and microscope measurements indicate that
there is more copper near the edge of each wall segment,
giving a “hollow” profile to the copper thickness, rather
than the uniform thickness as designed.
Mounted on these wall segments as well as on other
internal structures are the magnetic sensors themselves,
which are Mirnov coils1 oriented to measure the radial
and poloidal components of the equilibrium and fluctu-
ating fields. Construction of the sensors consists of 10-20
turns of 30 AWG Kapton wire wound around a machined
Teflon form. The Teflon forms are of two types, with
large (106 mm × 20 mm) “feedback” sensors and small
(26 mm × 15 mm) “high-density” sensors. Both types of
sensors have windings for radial and poloidal field mea-
surements. All sensors are partially integrated by an ana-
log integrator, with numerical correction for the finiteRC
FIG. 1. The close-fitting conducting wall of the HBT-EP
device. The wall is composed of 20 individual stainless steel
segments, which are each coated in copper to adjust the L/R
time of the wall. Copper thicknesses shown here are based on
the modeling discussed in Sec. VII.
times. Since over half of the magnetic sensors are directly
mounted on the conducting wall, eddy current effects are
significant in these sensor signals. The distribution of
sensors within the machine is fully described in Ref. 15.
The NA (turns × cross-sectional area) of each sensor
is bench calibrated using a large Helmholtz coil. The
ultimate limit on the accuracy of the calibration is set
by deformation of the sensor itself16. To quantify this,
each sensor was calibrated three or more times, to give a
range of measured NA’s. Depending on sensor type, the
median spread in measured NA was up to 0.46%, with a
maximum spread of 1.9%.
III. ARTIFICIAL PLASMA CONSTRUCTION
The HBT-EP artificial plasma system consists of four
independent single-turn coils of 0.64 cm diameter copper
rod. Three of the coils are positioned at the machine
midplane. One of these has a major radius of 92 cm to
match the nominal plasma major radius, with the other
coils shifted at plus or minus 2.5 cm. The fourth coil
also has 92 cm major radius and is located 1.9 cm below
the midplane. This configuration as installed is shown in
Fig. 2. The coils are mounted in a G10 structure which
is supported off of the close-fitting conducting wall. Con-
struction of all four coils in a single fixed structure allows
installation and alignment of all of the coils simultane-
ously. The artificial plasma assembly is built in eight
toroidal segments to allow installation through the vac-
uum chamber ports.
The radial and vertical alignment of the artificial
plasma was measured to be within 3 mm of the design,
which is less than the minor radius of the copper con-
ductor. The dominant alignment errors are n = 1, as
shown in Fig. 3, corresponding to a shift and a tilt of the
assembled artificial plasma coils.
The coils are energized individually with a capacitor
bank consisting of a 25 kV, 60 µF start bank and a 450 V,
0.25 F power-crowbar bank to produce a step-like wave-
form. Currents up to 5 kA were driven in the artificial
plasma. In comparison, the plasma current of HBT-EP
3FIG. 2. Artificial plasma coils in the HBT-EP vacuum cham-
ber. The conducting wall segments have been pulled back in
this picture, but were in their fully inserted positions during





FIG. 3. (a)-(b) Measured alignment of artificial plasma as-
sembly, along with the best-fit n = 1 component. The dashed
lines represent the physical dimensions of the copper conduc-
tor itself. (c)-(d) Fourier decomposition shows that the major
deviations are n = 1, corresponding to a shift and a tilt.
plasmas are of order 15 kA.
IV. ANALYSIS
The signal s in a given magnetic sensor can be related
to the current I in a calibration coil of major radius Ri






· r(t− τ ;Ri)dτ. (1)
The response function r can be found by deconvolu-
tion. It represents the sensor response to a perfect step-
(a) (b)
(c) (d)
FIG. 4. Examples of HBT-EP response functions for the ar-
tificial plasma located at R = 92 cm and z = 0. Also shown
(dashed) are the ideal step responses which would be seen in
the absence of eddy currents. Examples shown include (a)-(b)
radial field sensors and (c)-(d) poloidal field sensors.
function applied to the coil, as seen by substitution of a
step-function for I(τ) in Eq. 1. Several examples of mea-
sured response functions on HBT-EP are shown in Fig. 4.
In the absence of eddy currents in nearby conducting
structures, the response function itself is a step-function
with height equal to the time-independent Green’s func-
tion for the particular coil-sensor pair. If eddy currents
are present, the response function will differ from a step-
function due to the fields created by the eddy currents.
As these eddy currents decay, the response function ap-
proaches the vacuum response, so that the asymptotic
value equals the time-independent Green’s function:
Gmeas(Ri) = lim
t→∞ r(t;Ri). (2)
This experimentally measured Green’s function, which
has units of G/kA, is the vacuum coupling between this
particular sensor and coil. We can also compute this
value if we know the exact position of the sensor:
G(ρ, θ; ξ1, ξ2, Ri) =
~B(ρ, θ; I,Ri) · nˆ(ξ1, ξ2)
I
, (3)
where the position of the sensor is described in toroidal
coordinates (ρ, θ, φ), and the orientation of the sensor is
parameterized by two Euler angles (ξ1, ξ2) which describe
rotations about the directions of the machine axis and the
local magnetic axis respectively. Here, the coordinates of
the source, other than the major radius, are not written
explicitly. The Green’s function is independent of φ due
to the assumed axisymmetry of the artificial plasma coils.
As mentioned, the difference between the response
function and a step-function gives the eddy current con-
tribution to the sensor signal. As the eddy currents de-
cay, this difference goes to zero and the response function
asymptotes to the value of the vacuum coupling. We can
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FIG. 5. (a) Response function for a radial field sensor and the
artificial plasma at R = 92 cm, z = 0. (b) Comparison of the
predicted and measured signal due to a 4.1 kHz oscillating
artificial plasma current, for the same sensor. The predicted
signal is a convolution of the response function shown in (a)
with the oscillating artificial plasma current (Eq. 1).
fit one or several time-constants to this response function
decay. With the artificial plasma coils in HBT-EP, this
decay is well-represented with a single exponential decay
rate.
The response function r has been found by decon-
volution, based on a known sensor signal and artificial
plasma current. Conversely, the validity of a given re-
sponse function can be tested by substitution in Eq. 1
along with a known current I(t), which need not be the
one originally used to calculate the response function8.
This convolution then predicts the sensor signal which
should be measured. Such a comparison is shown in
Fig. 5, where the predicted signal due to a rapidly os-
cillating 4.1 kHz current in the artificial plasma is com-
pared with the measured signal. The response function
is seen to accurately capture the effects of eddy currents
in the HBT-EP conducting wall. This response function
technique will be used throughout the paper to measure
the vacuum sensor-coil couplings (Eq. 2), for comparison
with calculations of the expected coupling based on pos-
sible sensor coordinates (Eq. 3). In addition, the decay
of the response function will be used in Sec. VII to char-
acterize the electromagnetic properties of the conducting
wall.
V. COMPARISON TO METROLOGY
The geometry of the new conducting wall and magnetic
sensors were measured with ROMER and FARO coordi-
FIG. 6. Comparison of experimentally measured Green’s
functions with values calculated using nominal and
metrology-based sensor coordinates, for the R = 92 cm, z = 0
artificial plasma. Green’s functions are negative for sensors
below the midplane (θ < 0), with zero at the top of the y-axis.
nate measuring machines (CMMs)17. First, a ROMER
INFINITE portable measuring arm was used to measure
sensors and conducting wall segments as assembled on
the bench. After the wall segments were installed in the
vacuum vessel, a laser tracker manufactured by FARO
Technologies established a global toroidal coordinate sys-
tem based on toroidal field magnet locations. Lastly, the
ROMER CMM was used to measure locations and ori-
entations of the wall segments in-situ with respect to the
established coordinate system. Absolute sensor positions
were measured to ∼1.0 mm accuracy.
With the measured positions of the artificial plasma
coils as well as the known spatial structure of the re-
sulting dipole field, the expected Green’s functions for
all sensor-coil pairs can be calculated using the mea-
sured sensor positions in Eq. 3. These Green’s func-
tions are shown in Fig. 6, along with the same values
calculated using the nominal sensor coordinates, as well
as the measured values from the response function tech-
nique. Because the design of the machine is nominally
axisymmetric, those values calculated using nominal sen-
sor coordinates are independent of the toroidal angle φ.
If sensor misalignments are accounted for by using the
5FIG. 7. Comparison of Green’s functions measured using the
response function technique (Eq. 2) on the x-axis, with those
calculated using metrology-based sensor coordinates (Eq. 3)
on the y-axis, for the R = 92 cm, z = 0 artificial plasma. The
1-1 line between the two methods is also shown.
metrology-based coordinates in Eq. 3, the Green’s func-
tions are seen to differ significantly from the nominal val-
ues. These calculated deviations are due to the individual
errors in sensor positions, giving each sensor a different
coupling to the same artificial plasma.
The experimental measurements of the Green’s func-
tions also vary from the nominal values, and these de-
viations from the nominal values are seen to correlate
well with those of the metrology-based results. This
overall agreement between the two methods of deter-
mining the Green’s functions (Eq. 2 and 3) is shown in
Fig. 7. The standard deviation between the two methods
is 0.16 G/kA with a maximum difference of 0.47 G/kA.
The agreement between the two methods demonstrates
that the differences between the measured sensor-coil
couplings and their nominal values are due to the errors
in the positions of the sensors, which have been measured
by metrology.
VI. FITTING FOR SENSOR POSITIONS
In Sec. V, it was shown that the measured coupling of a
sensor to a single artificial plasma coil can be understood
by considering the actual position of the sensor, including
errors relative to the nominal position. This allows the
positional errors of a sensor to be inferred given a suffi-
cient number of such magnetic measurements. Because
the artificial plasma system in HBT-EP contains multi-
ple independent coils, the coupling of a sensor to each
of these coils can be measured independently, allowing
that sensor’s actual position to be deduced by fitting to
these measurements. This fit of the sensor’s position of-
fers an improvement to the nominal spatial coordinates
of the sensor, and represents the final installed position of
the sensor, as determined by these in-situ measurements.
This is similar to the principle of “magnetic triangula-
tion” discussed in Ref. 2.
The fit for a sensor’s position is accomplished by fix-
ing the bench calibratedNA value and taking the Green’s
function to be only a function of the sensor’s location and
orientation. This can be parameterized by five variables:
three spatial coordinates and two Euler angles. Because
the artificial plasmas are toroidally symmetric, we are un-
able to resolve the φ coordinate from any measurements.
Since we have four independent artificial plasma coils, it
should be possible in principle to fit the remaining four
unknowns. Data are available for only the three artificial
plasmas at the machine midplane, so here we take the
metrology-based Euler angles (ξ1, ξ2) to be correct, and
only fit for the spatial coordinates (ρ, θ), leaving a two
parameter fit to the three measurements.
Thus, for each sensor, we minimize in a least-squares
sense the residual between measured and computed








Fig. 8 shows contours of this residual as a function of pos-
sible sensor coordinates, for four radial feedback sensors.
The “best-fit” coordinates in this method are defined
as those which minimize the total residual. This fitting
shows that adjustments of the sensor position from their
nominal values results in a better overall agreement with
the measured couplings to the multiple artificial plasmas.
The corrections to the nominal coordinates of each sen-
sor are seen to be in rough agreement with the results of
metrology, with the maximum distance between artificial
plasma and metrology-based coordinates being 5.2 mm.
This level of fitting is based only on the measured cou-
plings to three artificial plasma coils whose locations are
shown in Fig. 8. The addition of more constraints by con-
structing additional calibration coils would allow further
refinements of this fit. The contours in Fig. 8 show that
these particular measurements are relatively insensitive
to positional errors in the minor radial direction. This is
due to all three artificial plasmas being relatively close to
the toroidal axis at R = 0.92 cm. Additional calibration
coils off of the midplane (z = 0) for example, could help
to further resolve errors in these directions.
The improvement in matching the experimentally mea-
sured couplings to the multiple artificial plasmas is shown
again in Fig. 9, where expected Green’s functions are
plotted as a function of artificial plasma radius. Three
curves are shown using the nominal, metrology, and best-
fit sensor coordinates respectively, along with the mea-
sured Green’s functions for the three artificial plasmas.
Again, adjustments of the sensor coordinates from their
nominal values improves agreement between expected
and measured Green’s functions.
6FIG. 8. Contours of the residual between experimentally mea-
sured Green’s functions and those calculated as a function of
possible sensor coordinates, as defined in Eq. 4, for four in-
dividual sensors. The toroidal coordinates (ρ, θ) are defined
about R = 0.92 m, z = 0. The nominal, metrology, and
best-fit coordinates for each sensor are shown, along with the
locations of the artificial plasmas.
FIG. 9. Comparison of measured Green’s functions with cal-
culated Green’s functions using nominal, metrology, and best-
fit sensor coordinates, as a function of artificial plasma radius.
VII. VALEN MODELING
In Secs. V and VI, we have described the vacuum cou-
pling between the sensors and the artificial plasma coils,
which depends only on sensor/coil geometries and is not
affected by the presence of the nearby conducting wall.
The experimentally measured response functions reach
this asymptotic vacuum value only after several eddy cur-
rent decay times. We now consider the rate at which this
decay occurs, which is dependent on the details of the
conducting structures in the device. This is compared
with modeling of the artificial plasma experiment using
the finite-element electromagnetic code VALEN18, in or-
der to characterize the electromagnetic properties of the
conducting wall in HBT-EP. VALEN contains a detailed
3-dimensional model of the close-fitting conducting wall
in HBT-EP, and is used to simulate a variety of RWM
feedback experiments carried out on the device12,19,20.
Using the experimentally measured artificial plasma
current trace, we run a time-domain calculation to com-
pute the expected eddy currents in the surrounding con-
ducting wall. From this simulation, we can calculate the
response function for each coil/sensor pair, and all re-
sulting values such as the vacuum Green’s function or
response function decay time. For this simulation, we
use the nominal locations and orientations of the sensors.
Comparing with experiment, we find that the measured
response function decay times differ systematically from
the nominal values predicted by VALEN, with most of
the measured values tending to be higher. This is in
agreement with the microscope measurements indicating
excess copper plating on the stainless steel wall, above
the design values.
By varying the copper thickness profiles of the wall seg-
ments in the VALEN model, we are able to more closely
match the measured response function decays. This is
highlighted for a few sensors in Fig. 10. In particular,
the decay time in the poloidal sensors is predicted to be
higher near the midplane (θ = 0◦), whereas the experi-
mental measurements are clearly lower there. This fea-
ture is only recreated when the modeled copper thickness
profile is made hollow, with more copper at the edges
of the wall segments. In addition, both the radial and
poloidal decay times measured tend to be systematically
higher or lower for different segments of the wall. This
was adjusted by changing the total amount of copper
on each individual wall segment in the model. The fi-
nal model for the copper thickness on the HBT-EP con-
ducting wall is shown in Fig. 1. The adjustments made
here (both in total copper and in the thickness profiles
across each segment) were found to be consistent with
the bench electromagnetic, microscope, and micrometer
measurements of relative copper thicknesses between wall
segments, which were discussed in Sec. II.
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FIG. 10. Comparison of measured and VALEN modeled re-
sponse function decay times, for several feedback sensors.
VALEN results are shown for two cases: with nominal uni-
form copper plating of wall segments, and with adjusted cop-
per profiles to better match the measured values. Examples
shown include (a)-(c) radial field sensors and (d)-(f) poloidal
field sensors.
VIII. FOURIER ROGOWSKI CALIBRATION
The design of the artificial plasma on HBT-EP, with
its multiple independent coils of different major radii, al-
lows a straightforward calibration of Rogowski coils of
non-uniform winding density. The major radial posi-
tion of HBT-EP plasmas is computed based on a Ro-
gowski coil with spatial winding density proportional to
cos(θ), which detects the poloidal mode number m = 1
cosine component of the poloidal field. This Fourier
Rogowski coil has previously been calibrated in actual
plasma discharges, using a movable array of internal mag-
netic probes to detect the poloidal field null at the plasma
current centroid21. The artificial plasma allows a far sim-
pler and more reliable calibration of this Fourier Row-
gowski coil, due to its multiple coils of known major ra-
dius. By energizing each of these coils in turn, the m = 1
Rogowski signal as a function of the major radius of the
current centroid is directly calibrated.




FIG. 11. (a) Location of the outboard plasma edge as a func-
tion of time for four HBT-EP plasma discharges, as calcu-
lated from the measured major radius. When the location
of the plasma edge is less than 1.028 m, the grounded Lang-
muir probe is outside the plasma. (b) Current drawn through
Langmuir probe.
been verified in actual plasma discharges, based on detec-
tion of the plasma edge. HBT-EP contains multiple sets
of limiters, such that the actual limiting surface depends
on the major radius of the plasma. Since the plasma
boundary is determined by the limiting surface and the
positions of the limiters have been measured, the loca-
tion of the plasma boundary can be calculated as a func-
tion of the major radius, which is measured using the
Fourier Rogowski coil. We compare this with detection
of the plasma edge using a grounded Langmuir probe
which draws current only when it is inside the last closed
flux surface, and no longer conducts once it leaves the
plasma boundary. Fig. 11 shows the evolution of the
plasma edge for four discharges, as calculated from the
Fourier Rogowski signal. In each of the discharges, at the
times when the grounded Langmuir probe is calculated
to leave the plasma edge, the current drawn through the
probe is observed to fall to zero, verifying the artificial
plasma calibration of the m = 1 Fourier Rogowski coil.
IX. CONCLUSIONS
The artificial plasma system implemented on HBT-EP
consists of multiple independently energized calibration
coils which were carefully constructed and installed in the
experiment during an up-to-air period. This technique
is used for a detailed in-situ calibration of the spatial
positions of a new set of magnetic diagnostics. This is
achieved by fitting the measurements of sensor couplings
to multiple calibration coils in order to determine the
8sensor positions and their deviations from their nominal
coordinates. Metrology verifies that the unique values
of the sensor-coil couplings measured using the response
function technique are due to positional errors of the sen-
sors, allowing a sensor’s position to be determined from
such magnetic measurements. In addition, measurements
of the eddy current contribution to magnetic signals are
used to improve the VALEN model of the HBT-EP con-
ducting wall through adjustments of the modeled copper
plating on the wall. Finally, the use of multiple artificial
plasmas allows the direct in-situ calibration of a Fourier
Rogowski coil of non-uniform winding density.
The techniques described here may be relevant to de-
vices with large diagnostic sets such as ITER22 or to
long-pulse devices such as W7-X5 where eddy current
effects will be significant, due to the need for in-vessel
active cooling components with high thermal and electri-
cal conductivity and non-trivial geometries. The imple-
mentation of an artificial plasma system on such future
devices can be optimized in several manners. As dis-
cussed in Sec. VI, the measurement of a sensor’s coupling
to each additional artificial plasma coil provides another
constraint on that sensor’s position. Thus an artificial
plasma system designed with a large number of indepen-
dent coils will result in an improved spatial calibration.
This can potentially be augmented by combining this ap-
proach with the use of poloidal field coils as calibration
coils (as in Ref. 8), provided their geometry and align-
ment are known with sufficient accuracy. The addition
of calibration coils which break the toroidal symmetry
of the system will allow the toroidal position of a sensor
to be fit as well. The existing toroidal field coils of the
device could be used for this, if they can be individually
energized and if their geometry is well known. Given a
sufficient number of calibration coils, an artificial plasma
calibration could potentially be used in place of detailed
metrology of the sensors, which may be costly and time-
consuming for large diagnostic sets. Of course, the tech-
nique requires accurate alignment of the calibration coil
itself, so that metrology cannot be avoided entirely. How-
ever, this process is potentially much simpler than the
detailed measurement of a large set of individual sensors,
particularly if the artificial plasma coils are assembled
as a single unit which can be simultaneously aligned, as
in the design used on HBT-EP. Furthermore, magnetic
sensors may be located behind other structures in the
experiment which may limit access and prevent direct
measurement of sensor positions by metrology. In such
cases, the alignment of a single artificial plasma system
near the center of the vessel volume may be preferable.
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